
Medica™ 15/30 DI
Flow diagram

Degas
optional

Emergency
bypass

FS
Reservoir

Pump

Pu
ri

fic
at

io
n

pa
ck

  2U
V 

LE
D

U
F 

0.
2

Quality sensor

Temp°
sensor

Feedwater box

To analyser

Point of 
dispense

Drain

1 or 2
ROPump Sanitisation

port

RO RO

Pu
ri

fic
at

io
n

pa
ck

  1

Quality
sensor


